[bookmark: _GoBack]Table S1: Gradient elution time-table program in the RP-HPLC system using mobile phase A (water with 5 % HCO2H) and mobile phase B (MeOH)

	Time (min)
	Flow (ml/min)
	%A
	%B

	0-5
	0.5
	95
	5

	5-10
	0.5
	95-90
	5-10

	10-15
	0.5
	90
	10

	15-35
	0.5
	90-85
	10-15

	35-55
	0.5
	85
	15

	55-70
	0.5
	85-80
	15-20

	70-80
	0.5
	80
	20

	80-95
	0.5
	80-75
	20-25

	95-125
	0.5
	75-70
	25-30

	125-145
	0.5
	70-60
	30-40

	145-160
	0.5
	60-50
	40-50

	160-175
	0.5
	50-10
	50-90

	175-195
	0.5
	10
	90
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