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Kirshen et al. 2013 [27]
Mensah et al. 2017 [26]

Absorbance (Abs) of plasma samples read at 375 nm
and 414 nm wavelength using a spectrophotometer
[26, 27]. The ratio between absorbance at 414 nm
and 375 nm was calculated. The ratio major than 1.4
was considered sample hemolyzed [26]. Further, we
read at 541 nm and 576 nm in order to verify the
high levels of hemolysis [26, 27].


